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NFRC 102 TI Ballot

(click here to access the original proposed ballot)
NFRC Ballot Comments - Spring 2010
U-factor Subcommittee

	Company Name, Rep Initials
	AC/NEG
	Section and/or Page #
	Comment/Alternate Language

	ETC Laboratories, GD
	NEG
	Section 5.1.1.2
	The TI is applicable when testing products 2000mm x 2000mm. The 72"x80" size CTS may not fit in some chambers. Statement "if a lab has to test 2000mm by 2000mm size sample..." shall be included in the proposed language.
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